Introduction
============

Current endoscopic methods to provide hemostasis for acute upper gastrointestinal bleeding include clips, injection, argon plasma coagulation (APC), Hemospray, and monopolar electrocoagulation [@JR034-1] [@JR034-2]. When repeated endoscopic therapy fails to achieve hemostasis, treatment options have previously been limited to angiography with embolization or surgery [@JR034-3] [@JR034-4] [@JR034-5]. The novel over-the-scope clip (OTSC; Ovesco, Tübingen, Germany), which is made of a superelastic nickel titanium alloy, provides excellent tissue apposition, potentially permitting hemostasis to be achieved in various types of gastrointestinal lesions [@JR034-6] [@JR034-7] [@JR034-8] [@JR034-9] [@JR034-10] [@JR034-11]. The aim of this study was to evaluate the clinical usefulness and safety of the use of OTSCs for endoscopic hemostasis in patients with acute nonvariceal upper gastrointestinal bleeding in whom traditional endoscopic methods had failed.

Patients and methods
====================

This was an observational, open-label, retrospective, single-arm case series conducted at a large tertiary care hospital from October 2012 to November 2013. All of the procedures were performed by one endoscopist (K.M.). Inclusion criteria were recurrent gastrointestinal bleeding after the failure of two sessions of endoscopic therapy. Exclusion criteria included pregnancy, patients aged less than 18 years, or failure to provide informed consent. Patient demographic, clinical, and laboratory data, including American Society of Anesthesiologist's preoperative risk (ASA) score, hemoglobin level, hematocrit, number of units of packed red cells transfused prior to the procedure, presence of clinically evident shock, number of attempted prior endoscopic procedures, lesion type, location, size, Forrest classification of the lesion, technical and clinical success, complications, and follow-up clinical outcome were reviewed.

Technical success was defined as deployment of the OTSC onto the target lesion, with technical failure defined as misplacement of the OTSC. Clinical success was defined as the achievement of hemostasis, with clinical failure defined as recurrent bleeding within 30 days, which included hematemesis, melena, or a drop in hemoglobin/hematocrit with unstable cardiovascular parameters (systolic blood pressure \< 90 mmHg or heart rate \> 100 beats per minute). If rebleeding was suspected, emergency esophagogastroduodenoscopy (EGD) was performed. Possible complications included those related to sedation, endoscopy, or deployment of the OTSC.

The OTSC system ("bear claw") is a CE and FDA-approved device for the closure of mucosal defects, endoscopic marking, and hemostasis. In this study, the OTSC was used according to the manufacturer's instructions. The OTSC system was loaded onto a Q160 or Q180 Olympus gastroscope (Olympus America, Melville, New York, USA) and then introduced into the upper gastrointestinal tract under standard direct visualization, similar to when advancing a loaded six-shooter device for treatment of esophageal varices. The bleeding lesion was located and the gastroscope was maneuvered toward it ([Fig. 1a](#FI034-1){ref-type="fig"}). Once the bleeding lesion had been located in the center of the cap ([Fig. 1b](#FI034-1){ref-type="fig"}), the scope and cap were pushed toward the tissue, full suction was applied to the tissue, so that the lesion was fully engulfed inside the transparent cap before the clip was released ([Fig. 1c](#FI034-1){ref-type="fig"}, [Fig. 2](#FI034-2){ref-type="fig"}).

![ A bleeding duodenal ulcer that was treated by the application of an over-the-scope clip (OTSC). **a** The lesion in the posterior wall was closely inspected. **b** Before the OTSC device was deployed, the cap of the device was carefully placed perpendicular (on top of or en face) to the ulcer and the bleeding vessel. **c** The OTSC has been successfully deployed.](10-1055-s-0034-1365282-i034ei1){#FI034-1}

![ Typical images of deployed over-the-scope clips (OTSCs) showing: **a** the amount of tissue entrapped within the clip; **b** clots, fibrin, and tissue entrapped within the clip.](10-1055-s-0034-1365282-i034ei2){#FI034-2}

No additional devices, such as the tissue grasping forceps (Twin Grasper; Ovesco, Tübingen, Germany), were used. In two patients who had post-bulbar ulcers, a wire, or a wire placed inside a feeding tube, was advanced into the distal duodenum ([Fig. 3](#FI034-3){ref-type="fig"}). The scope was then advanced alongside the wire. This measure helped to prevent small-bowel luminal occlusion, which has previously been reported as a major adverse event [@JR034-8].

Data are presented using descriptive statistics.

![In patients where the lumen was poorly visualized, a feeding tube with a wire within it was advanced into the distal duodenum to maintain luminal patency and aid visualization. **b** The clips typically stay in position for several weeks, but in this patient adequate fibrosis and ulceration is shown within the entrapped tissue 72 hours after deployment.](10-1055-s-0034-1365282-i034ei3){#FI034-3}

Results
=======

During the 14-month period, 12 patients (8 men, 4 women; mean age 59, range 29 -- 86) were evaluated. They had a mean ASA score of 3 (range 2 -- 4) and a mean hemoglobin of 7.2 g/dL (range 5.2 -- 9.1). All patients had bled significantly: 75 % of the patients initially presented with hemodynamic shock and all of the patients had received packed red blood cells, with the mean number of units transfused being 5.1 (range 2 -- 12). All patients had failed hemostatic therapy using traditional endoscopic methods. The mean number of endoscopies that had been performed prior to OTSC was 2.1 (range 2 -- 3). Patients had bleeding for the following reasons: duodenal ulcer (n = 6), gastric ulcer (n = 2), Dieulafoy lesion (n = 2), anastomotic ulceration (n = 1), and Mallory -- Weiss tear (n = 1).

Hemostasis was achieved in all patients. Rebleeding occurred in two patients 1 day and 7 days after OTSC placement. Subsequently, the patient with a Mallory -- Weiss tear was successfully treated with an injection of saline/epinephrine and the placement of conventional clips. The patient with gastrojejunal anastomotic ulcers was readmitted with melena 7 days after placement of the OTSC. Repeat EGD showed active bleeding from a large, circumferential ischemic anastomotic ulcer. No endoscopic intervention was undertaken and the patient proceeded to radiological embolization and then to surgery for reconstruction of the anastomosis. There were no complications associated with the application of OTSCs. The demographic, clinical, and endoscopic findings for the 12 patients are summarized in [Table 1](#TB034-1){ref-type="table"}.

###### Demographic, clinical, laboratory, and endoscopic findings for the 12 patients who were treated with an over-the-scope clip (OTSC) for recurrent gastrointestinal bleeding.

  Age   Sex      ASA score   Hb, g/dL; Hct, %   Pre-endoscopy transfusion, number of units   Shock   Prior endoscopies, n   Lesion type, location, size, mm (where applicable)   Forrest classification     Technical hemostasis   Clinical success   Salvage procedure                 Death
  ----- -------- ----------- ------------------ -------------------------------------------- ------- ---------------------- ---------------------------------------------------- -------------------------- ---------------------- ------------------ --------------------------------- -------
  66    Male     4           6.1; 19            5                                            Yes     2                      Ulcer, D1, 20                                        Ib                         Yes                    Yes                N/A                               No
  60    Male     4           7.1; 21            2                                            No      2                      Ulcer, D1, 10                                        IIa, became Ia after APC   Yes                    Yes                N/A                               No
  29    Male     3           5.8; 19            12                                           Yes     2                      Ulcer, gastrojejunal anastomosis, 30                 IIa                        Yes                    No                 IR/Emb                            No
  30    Male     3           6.8; 18            2                                            Yes     2                      Dieulafoy lesion, stomach                            Ib                         Yes                    Yes                N/A                               No
  77    Female   2           5.2; 16            5                                            Yes     3                      Mallory -- Weiss tear,gastroesophageal junction      Ib                         Yes                    No                 Epinephrine injection and clips   No
  61    Male     2           7.4; 21            2                                            No      2                      Dieulafoy lesion, gastrojejunal anastomosis          IIb                        Yes                    Yes                N/A                               No
  80    Male     3           6.8; 20            6                                            Yes     3                      Ulcer, D1, 10                                        Ia                         Yes                    Yes                N/A                               No
  86    Female   3           8.1; 25            4                                            Yes     2                      Ulcer D1, 15                                                                                           Yes                N/A                               
  58    Female   2           9.1; 17            2                                            Yes     2                      Ulcer, lesser curvature, 20                          Ia                         Yes                    Yes                N/A                               No
  46    Male     4           7.9; 24            6                                            Yes     2                      Ulcer, D1 anteriorly, 10                             Ib                         Yes                    Yes                N/A                               No
  67    Male     3           8.9; 28            2                                            No      2                      Ulcer, greater curvature, 20                         Ib                         Yes                    Yes                N/A                               No
  82    Female   3           8.1; 26            7                                            Yes     2                      Ulcer, D2 posteriorly, 20                            Ib                         Yes                    Yes                N/A                               No

**Abbreviations:** ASA, American Society for Anesthesiology; Hb, hemoglobin; Hct, hematocrit; D1, duodenal bulb; D2, second part of the duodenum; N/A, not applicable; APC, argon plasma coagulation; IR/Emb, interventional radiology/embolization.

Discussion
==========

This study shows that the OTSC system readily provides hemostasis and can function as a "rescue therapy" in patients with severe nonvariceal upper gastrointestinal bleeding in whom prior endoscopic therapies have failed. Historically these patients would have required more invasive procedures such as embolization or surgery, [@JR034-4] [@JR034-5] with embolization being relatively contraindicated in patients with renal disease because of the need to administer intravenous contrast.

Our study adds to the growing literature on the utility of the OTSC system in the treatment of upper gastrointestinal bleeding. The largest multicenter study, which included three tertiary centers in the United States, reported on a total of seven patients who had been treated with OTSCs for gastrointestinal bleeding, which probably reflected the initial experience and sporadic use of the OTSC for gastrointestinal bleeding [@JR034-8]. Therefore, additional data such as ours are important in the evaluation of the potential utility of OTSCs for gastrointestinal bleeding.

In contrast to other studies, we have also provided a description of the technical steps necessary for the use of this device in acute nonvariceal upper gastrointestinal bleeding. We believe that this short, but clear, description of the OTSC system enables the endoscopist to better comprehend the utility and applicability of this endoscopic hemostatic device. We want to emphasize that we used endoscopes that are available as standard. In the largest North American series published to date, all seven patients were treated with therapeutic gastroscopes [@JR034-8]. Although the use of large-diameter scopes with larger suctioning and working channels could have advantages when managing larger lesions, most endoscopy units have standard gastroscopes, so our data may be more applicable to general practice.

Although first-line clipping devices have achieved excellent rates of hemostasis, the rebleeding rates are clinically significant [@JR034-3] [@JR034-10] [@JR034-12]. The OTSC system utilizes a very contractile, superelastic nickel titanium alloy, which provides tissue apposition that is far superior to that of traditional clipping. Based on our experience and the published data, the OTSC system appears promising for the treatment of bleeding lesions with large-diameter visible vessels or those located in awkward positions, such as the greater curvature of the stomach or the posterior duodenal wall, which may not always be amenable to treatment with standard endoscopes and endoscopic devices [@JR034-1] [@JR034-5] [@JR034-13]. The transparent cap can be directed onto lesions that are in awkward positions, and once the cap is in place, suction can be applied to draw larger volumes of tissue into the cap. This tissue is then squeezed by the clip, further compressing the centrally located vessels. On the basis of our experience, we are convinced that the tissue-apposition capabilities make the OTSC an essential part of the endoscopist's armamentarium for the control of bleeding lesions that are considered to be high risk or difficult to treat using other endoscopic methods.

We want to address potential limitations of our study. First, it is retrospective and therefore has the limitations of any such study. Second, it reflects the experience of a tertiary-care center; however, the scopes used are present in most hospitals.

In summary, the OTSC system represents an effective, easily performed, and safe endoscopic therapeutic modality for various causes of severe acute gastrointestinal bleeding. We were able to demonstrate its usefulness as a "rescue therapy," that provided hemostasis for both large lesions and lesions that were in awkward positions. This endoscopic hemostatic therapy should be considered when conventional endoscopic techniques have failed. We recommend interventional endoscopists add this therapy to their armamentarium. Early results demonstrate efficacy of the OTSC system in the treatment of nonvariceal gastrointestinal bleeding; however, more prospective clinical trials are needed to demonstrate its superiority over traditional clips and closure devices.
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